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Using the correct thermometer or temperature monitoring system for monitoring vaccine is 
critical. Providers keep vaccine at temperature much better when they use the right 
thermometer. This guide will highlight different types of thermometers and if they are allowed 
for use in the Washington State Childhood Vaccine Program.  
 
Please note allowed thermometers must have a probe in solution and a valid certificate of 
calibration*. 
 
Temperature Monitoring System 
A temperature monitoring system is the most 
complex type of thermometer a provider can use. A 
temperature monitoring system is a series of 
thermometers connected to a main computer or 
hub. Large providers or hospitals use these systems 
because they have multiple storage units over a 
wide area. Providers can track the temperatures of 
all units through one computer.  
 
Temperature Monitoring Systems meet best 
practices for temperature monitoring. 
 

           

Digital Data Logger 
A digital data logger is an electronic thermometer 
device that records temperatures over time. These 
recordings are stored into system memory. Data 
loggers connect to a computer so providers may 
download temperature information and review it via 
spreadsheets or charts and graphs. 
 
 Digital Data Loggers meet best practices for 
temperature monitoring. 
 

       

                       

Digital Thermometer 
A digital thermometer, also known as a min/max 
thermometer, is an electronic thermometer that 
displays the current temperature of the storage unit. 
It records the highest and lowest temperatures, 
referred to as the minimum (or MIN) temperature 
and the maximum (or MAX) temperature. It does 
not save temperature data and does not plug into a 
computer.  
 
Digital Thermometers meet requirements for 
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temperature monitoring.** 
 
**When a provider must replace or recertify a 
digital thermometer, they should purchase a data 
logger. Data loggers will be a requirement in 2018. 
Chart Logger 
A chart logger is the precursor to the digital data 
logger. It records temperatures over time on a 
circular paper chart or a scroll using needle with ink.  
 
Providers can’t use chart loggers for temperature 
monitoring.  

                  

                
 

Fluid Filled Thermometer 
A fluid filled thermometer consists of a sealed glass 
tube containing liquid. The glass tube has a 
numbered scale which is used to measure 
temperature as the liquid rises and falls.  
 
Providers can’t use fluid filled thermometers for 
temperature monitoring. 

                    
 

                    
 

Dial Thermometer 
A dial thermometer is a most commonly used for 
cooking. It has a metal probe connected to a circular 
temperature scale. A needle on the scale moves 
depending on the temperature reading.  
 
Providers can’t use dial thermometers for 
temperature monitoring.  

    
 

 

 
* The certificate for each thermometer must include:  

• Identifiable accreditation from an ILAC lab or calibrated by ISO 17025 standards. 
• The name, model, and serial number of the device. 
• The date of calibration (report or issue date). 
• Measurement results indicating the thermometer passed testing with documented 

uncertainty within +/-1F (+/-0.5C). 
 


